[Separation of endodontic instruments into the root canal].
One of the most common accidents during extirpation of the pulp and chemicomechanical preparation is breakage of the endodontic instrument in the root canal. In this paper the causes of the instrument breakage are reported. The methods of handling the accident are discussed, as well as the basic rules of prevention.